
E�ortless testing.
QuikRead go® workstation is compatible with all QuikRead go tests

QuikRead go easy CRP (Flip the card to see other products.) →

Raise the workstation 
by placing the cover 
under it.

Clean the workstation 
with detergent and 
water. 

If necessary, disinfect 
with an ethanol-based 
disinfectant.



QuikRead go workstation / Ordering no. 136206 9186 01EN

QuikRead go HbA1c QuikRead go CRP / 
CRP+Hb / wrCRP / 
wrCRP+Hb

QuikRead go iFOBT QuikRead go Strep A


